








cartridges properly and do not discard them randomly.

7. It should be tested under the specific environment. The cartridge stored at low
temperature needs to be balanced to the room temperature before opening to avoid
moisture.

8. The operation shall be conducted away from vibration and magnetic field.
Veterinary Immunofluorescence Analyzer may generate minute vibration
during use, which should be regarded as normal. Do not remove the NFC card
during the test.

9. It is recommended to use fresh samples. If there is obvious hemolysis or blood
clots in the sample, it will interfere with the test and cause errors. Please recollect
the samples for testing.

10. Inside the pouch desiccant, do not swallow, keep far away from the children.
11. Expired products will affect test results, please do not use.

12. The final result should be issued by veterinarian after evaluation with all
available clinical and laboratory data and clinical symptoms.

13. If you have any questions or suggestions while using, please contact the

1. Reference range of cortisol in feline blood:

Detection range: 10-1000nmol/L(0.36-36.23ug/dL)

Reference: 16.6-166 nmol/L (0.6-6.01 ug/dL)

-- The reference range of this product is recommended. Each laboratory should
establish its own reference range.

2. There must be a final decision by the veterinarian.

3. If in any case cannot be confirmed using a diagnostic method. Please make a
comprehensive evaluation based on clinical symptoms, diagnostic records, and
testing results.
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Hunan Ehome Health Technology Co., Ltd.
Address: Room 103 and 104, No.13 Building, Country Garden Wisdom
Garden, Xueshi Street, Yuelu District, Changsha, Hunan,P. R. China

MedUnion S.L.

Address: Carrer de Tapioles , 33, 2-1, 08004, Barcelona, Spain
[Instructions Approval Date and Version number]

Version No.: 1.0 c E
Effective Date: 2026.03.23
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